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TASK NO: 08081333

Report To_ Bill To:m
Company: Culligan Water Conditioning Company: Culligan Water Conditioning

284 N. Main Street 284 N. Main Street
Brighton CO 80601 Brighton CO 80601
Task No.: 08081333 Date Received: 8/13/08
Client PO: Date Reported: 8/18/08
Client Project: AVA Solar Matrix: Wastewater
®_____ N o

(TSN Tl U [l AVA Solar Rinse Water 4 Panels

Sample Date/Time: 8/13/08 2:00 PM
Lab Number: 08081333-01

Mest .~ b Result Method | LoL | Date Analyzed | "Analyzed By
Chloride 10626.01 mg/L EPA 300.0 0.01 814/08 LJG
pH 6.30 units SM 4500-H-B 0.01 8/13/08 DAH
Total Dissolved Solids 29387 mg/L SM 2540-C 5 8/15/08 BCT
Total Organic Carbon 928.0 mgiL EPA 4151 0.5 8/14/08 DAH

Lotal
Cadmium 16644.23740 mg/L EPA 200.8 0.00006 8/18/08 SAN
Calcium < 0.1 mg/L SM 3111-B 0.1 8/18/08 BCT
Copper 0.1948 mg/L EPA200.8 0.0001 8/18i08 SAN
Magnesium < 0.1 mg/L 5M 3111-B 0.1 8/18/08 BCT
Potassium < 0.1 mgiL SM 3111-B 01 8/18/08 BCT
Silica (as Si0C2) < 0.3 mg/L EPA 200.8 0.3 8/18/08 SAN
Sodium 2.9 mgil. SM 3111-8 0.1 8/18/08 BCT
Tin 0.010 mg/L EPA 200.8 0.001 8/18/08 SAN
Zing 0.0120 mg/L EPA 200.8 0.0003 8/18/08 SAN

Abbreviations/ References:

LQL = Lower Quantification Limif

mg/L = Miiligrams Per Liter or PPM

ug/l = Micrograms Per Liter or PFB

mpn/106 mis = Mast Probable Numbsr Index/ 100 mis

Date Analyzed = Dale Test Completed

SM = "Standard Methods for the Examinafion of Water and Wastewater”; APHA, 19h Editicn; 1995
EPA = "Methods of Chemical Analysis of Water and Wastes”, USEPA; EFPA-600/4-79-020 Rev 3/83
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